[Method of coherent optical processing of bronchograms].
The problem of space filtration of bronchi images is solved by using as a model a tube filled with a contrast substance. The effects of bronchi wall lesions on the images after filtering are analysed. Some results of bronchogram processing using a hybrid optoelectronic device are presented.